
No.JIP/CS/Surgical/2023 

To 

CENTRAL STORES 
JIPMER, PONDICHERRY � 6 

CIRCULAR 

Sub: Replacement of CVP Catheter (Triple Lumen) -7 FR- Reg. 

Copy to: 

With reference to the above it is informed that a complaint has been received regarding 
malfunctioning of CVP Catheter (Triple Lumen) 7 Fr (Brand-Duraflow) in Lot 
No.CT161222. Hence it is requested to replace the on stock of that particular batch of CVP 

Catheter (Triple Lumen) - 7 FR Lot No.CT161222 in your department with new batch in 

Central Stores immediately. 

Dt.25.09.2023 

All HODs/ Unit In-charges / OPDs / Wards / ICUs / OTs - with the requestto circulate all wards OPDS 
/ICUs / OTs under their control 

1. The Medical Superintendent, JIPMER, Pondicherry 
2. The PS to Director, JIPMER, Pondichery 

OFFICER INCHARGE 

7Depuiy Ofi
er-i-charge 
N TR /Central Stores 

fy.caJIPMER,Puducherry-605 006 

3. Officer In-charge, IT Wing (HIS/AIS Unit) JIPMER, with a request to upload the circular in 
JIPMER website. 
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